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A comprehensive investigation of laser-induced breakdown spectroscopy (LIBS) at 1:500 μmof residues of
six organic compounds (anthracene, caffeine, glucose, 1,3-dinitrobenzene, 2,4-dinitrophenol, and 2,4-dini-
trotoluene) on aluminum substrates is presented and compared with LIBS at the Nd:YAG fundamental
wavelength of 1:064 μm. The overall emission intensities were found to be smaller at 1:500 μm than at
1:064 μm, and the ratios of C2 and CN molecular emissions to the H atomic emissions were observed
to be less. Possible reasons for the observed differences in LIBS at 1:064 μmversus 1:500 μmare discussed.
© 2008 Optical Society of America

OCIS codes: 140.3440, 300.6360, 300.2140.

1. Introduction

Laser-induced breakdown spectroscopy (LIBS) has
emerged as a powerful technique for the detection
and characterization of materials such as residues
of organic compounds, including explosives, on sur-
faces [1,2]. The overwhelming majority of modern
LIBS experiments employ either the Nd:YAG funda-
mental beam at 1064nm or one of its
harmonics (532, 355, 266nm) as the laser source.
This laser is particularly convenient for portable sen-
sors because of its small size and power require-
ments. However, the fundamental wavelength
(1064nm) has a very low threshold for damage to
the eye as compared to slightly longer wavelengths
of 1:5–1:6 μm [3]. This 1:5–1:6 μm spectral range is
also advantageous because it lies within an atmo-
spheric “window,” for which there is little absorption
by molecules present in air. To our knowledge, there
is only one published report on LIBS with laser irra-
diation in this spectral region, namely, a brief study
by Bauer et al. [4]. In this work, LIBS with 1:064 μm

irradiation was compared with irradiation at longer
wavelengths. The authors state, without much de-
tail, that the energy required to generate a laser-
induced plasma is lower at the longer wavelengths,
from 1.064 to 1:470 μm. They also report a prelimin-
ary LIBS spectrum for laser irradiation at 1:470 μm.

In the present study, we compare LIBS spectra of
organic residues on aluminum substrates obtained
from plasmas generated at two separate irradiation
wavelengths, 1.064 and 1:500 μm. Since the laser
beams were of the same energy and transverse beam
profile, the relative intensities of the atomic emission
lines and the overall signal strength for these two
wavelengths could be directly compared. A set of or-
ganic compounds with differing atomic molar ratios
and chemical structure was investigated.

2. Experimental

A schematic drawing of the apparatus for these LIBS
experiments is presented in Fig. 1. The pulsed laser
radiation for generating the plasma was obtained
from the idler output of an optical parametric
oscillator (OPO) system (Continuum Panther). This
OPO was pumped by 290mJ of the 355nm tripled
output of an injection-seeded Nd:YAG laser system
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(Continuum Precision Powerlite 8000) operated at a
10Hz repetition rate. The OPO output beam was
passed through three dichroic mirrors to remove
visible signal beam and residual 355nm pump beam
radiation from the near-IR idler beam. The OPO
was tuned by rotating the BBO crystal in the
oscillator cavity to yield either 1.500 or 1:064 μm id-
ler radiation.
Single pulses of idler radiation (typically 7mJ

in a 5mm diameter beam, with a wavelength-
independent pulse width of ∼6ns, as measured with
a fast photodiode on the signal beam) were passed
through a mechanical shutter (Thor Labs) and fo-
cused with a fused silica lens (focal length 75mm)
onto an aluminum foil substrate coated with the
organic residue under investigation. The foil was
mounted on a motorized translation stage, and a
fresh area of the residue was irradiated with each la-
ser shot. The position of the lens above the substrate
was the same for the two wavelengths. It should be
noted that the focal length of the lens, which depends
on n − 1, where n is the refractive index [5], should
only differ by 1% between the two wavelengths.
The transverse intensity profile of the OPO laser
beam had an approximate top-hat shape, and it
was not possible to predict a priori the focused beam
spot size. To get an estimate of the spot sizes at the
two wavelengths, areas of laser-induced craters on
bare aluminum foil were measured with an optical
microscope equipped with a camera. The crater areas
were essentially the same at the two wavelengths
and were approximately 0:040mm2 in magnitude.
The optical emission from the plasma was focused

onto a UV-transmitting optical fiber (50 μm core)
with a pair of off-axis parabolic mirrors (focal length
25:4mm). The output of the optical fiber was trans-
mitted to an echelle spectrometer (Andor Mechelle
5000) equipped with a gated, intensified CCD cam-
era (Andor DH 734-18-03). For each compound, the
ICCD delay and gate width were optimized for the
best signal-to-background ratio, and the same set-
tings were employed for a given compound at both
wavelengths. The ICCD delays and gate widths were
in the range of 1–3 μs and 5–10 μs, respectively. The

ICCD was synchronized with the laser pulse by the
output of a digital delay generator (Stanford Re-
search Systems), which was triggered with the out-
put of a photodiode that viewed the residual signal
output of the OPO.

The compounds were prepared as residues on
aluminum foil substrates. The compounds [anthra-
cene, caffeine, glucose, 1,3-dinitrobenzene (DNB),
2,4-dinitrotoluene (DNT), and 2,4-dinitrophenol
(DNP)] were obtained from Sigma-Aldrich, Fluka,
or Eastman and were used without further purifica-
tion. The molecular formulas and atomic molar ra-
tios for the compounds investigated are given in
Table 1. For each compound, a 10–50 μl aliquot of
a nearly saturated solution in methanol, acetone,
or ethanol was delivered to the substrate surface,
and the solution was allowed to dry in a chemical
fume hood. The resulting spot size was measured
to determine the average surface coverage of the
compound. The surface concentrations ranged from
∼20 to 140 μg=cm2 and were approximately the same
for a given compound at the two wavelengths.

It is well known that emission on N and O atomic
lines in the red appear in laser-induced breakdown
spectra in air with ns lasers, because of entrainment
of ambient air in the plasma [6,7]. Similarly, CN
emission has been observed in LIBS of hydrocarbons
in ambient air [8]. Several approaches have been
taken to reduce or eliminate signals due to entrain-
ment of air into plasma. Double-pulse LIBS has been
shown to reduce significantly the effects of entrain-
ment [6]. As an alternative, observation of prompt
emission with irradiation from a low laser fluence
has been employed since this signal is relatively un-
contaminated by air entrainment [7]. In this study,
we have eliminated the contribution to N and O
atomic and CN molecular emission due to air en-
trainment by bathing the substrate with argon
gas. This procedure allowed us to record signals on
C, H, N, and O lines and the CN bands characteristic
of the organic residue only. For bare aluminum sub-
strates, signals due to N and O are not observed. Be-
low we discuss H and C signal levels from the bare
substrates. CN and C2 emission was observed only
with organic residues deposited on aluminum foil
substrates, and not bare foil.

Fig. 1. Schematic diagram of the experimental apparatus. PD de-
notes photodiode.

Table 1. Molecular Formulas and Molar Ratios for the Organic
Compounds Investigated

Molar Ratio

Compound Formula C=H O=H N=H

Anthracene C14H10 0.714 0 0
Caffeine C8H10N4O2 0.800 0.200 0.400
Glucose C6H12O6 0.500 0.500 0
1,3-Dinitrobenzene C6H4N2O4 1.500 1.000 0.500
2,4-Dinitrophenol C6H4N2O5 1.500 1.250 0.500
2,4-Dinitrotoluene C7H6N2O4 1.167 0.667 0.333
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3. Results

In Fig. 2, we present examples of single-shot LIBS
spectra of 2.4-DNT irradiated at 1.064 and at
1:500 μm. Both spectra were taken under the same
experimental conditions, except for the irradiation
wavelength. The strongest lines in the spectra are
at 394 and 308nm and can be identified as atomic
Al transitions originating from the aluminum foil
substrate. Lines from the argon bath gas can be seen
in the 700–800nm spectral range. The C andH atom-
ic emission lines from the DNT residue, seen near
248 and 656nm, respectively, are clearly visible in
the spectra. N and O atomic lines in the red are pre-
sent in the spectra but are obscured by the stronger
Ar lines. Several molecular emission features are ob-
servable in the spectra, including the CN B − X Δv ¼
0 sequence near 388nm and the Δv ¼ þ1, 0, and −1
sequences of the C2 d − a band system (Swan bands)
near 516nm. The off-diagonal CN B − X Δv ¼ þ1 and
−1 sequences have small Franck–Condon factors and
are hence barely visible in the spectra.
It can be seen that the CN and C2 bands are par-

ticularly strong in the DNT spectrum for irradiation
at 1:064 μm, displayed in Fig. 2(a). By contrast, these
bands are much weaker for irradiation at 1:500 μm
[see Fig. 2(b)]. The differences in the intensities of
features in the two spectra displayed in Fig. 2 sug-

gest that there are significant differences in LIBS
spectra with irradiation at 1.500 versus 1:064 μm.

For a quantitative comparison of LIBS spectra at
the two wavelengths, two sets of 25 single-shot spec-
tra were recorded for each compound at each wave-
length. For each spectrum, the intensities of the
transitions listed in Table 2 were measured. While
several sequences of the C2 d − a band system were
visible in the spectrum displayed in Fig. 2(a), we
measured the intensity of only the strongest, namely,
theΔv ¼ 0 sequence, since the C2 emission was weak
or not detectable in some spectra. For the stronger
features, both peak areas and heights were mea-
sured, and their ratios were found to be consistent
to within ∼2%. For weaker features, notably the N
atomic lines, areas could not be reliably determined.
We hence employed peak heights as the measure of
intensity for all transitions. For CN and C2, the
heights of the (0,0) band heads were measured. Since
the N atomic lines were weak, the intensities of the
three lines (see Table 2) were summed in order to
have a more reliable estimate of the N atomic inten-
sity. In all cases, intensities were corrected for back-
ground continuum emission. No correction for the
wavelength-dependent response of the detection sys-
tem was carried out.

We inspected bare aluminum foil substrates for
spectral features due to unintentional organic con-
tamination. The foil substrates were carefully
handled with forceps to minimize the contact with
fingers and to prevent the transfer of oils from the
fingertips onto the surface of the clean aluminum
foil. In some cases, weak emission on C and H atomic
lines was observed; however, these signals were neg-
ligible compared to the intensities with an organic
residue on the substrate. We did observe varying in-
tensities of both the C and H lines due to organic re-
sidues with different commercial sources of
aluminum substrate, in particular with an alumi-
num sheet of quoted purity 99.998% (metals basis)
bought from Alfa Aesar.

It is well known that LIBS intensities vary signif-
icantly from shot to shot, as was the case in the
present experiment. It has been found that measure-
ment of ratios of intensities yields more robust
results [9–13]. We hence determined ratios of inten-
sities in each single-shot spectrum. These ratios were
then averaged for each set of 25 single-shot spectra.

Fig. 2. Survey single-shot LIBS spectra of 2,4-DNT residues
(average surface concentration ∼75 μg=cm2) on aluminum foil
for irradiation at (a) 1.064 and (b) 1:500 μm. Prominent emission
features are marked: Al, 308 and 394nm; C, 248nm; H, 656nm;
CN B − XΔv ¼ 0 sequence, 388nm; C2, d − aΔv ¼ þ1, 0, −1 se-
quences at 474, 516, and 564nm, respectively. The lines in the
700–800nm spectral range are mainly due to the argon bath gas.

Table 2. Spectral Transitions Used for Quantitative Analysis of
LIBS Spectra of Organic Compounds

Species Wavelength (nm) Transition

H 656.3 n ¼ 3 → n ¼ 2
C 247.9 2p3s 1P1 → 2p2 1D2

O 777.2–5 3p 5P1;2;3 → 3s 5S2

N 742.4 3p 4S3=2 → 3s 4P1=2

N 744.2 3p 4S3=2 → 3s 4P3=2

N 746.8 3p 4S3=2 → 3s 4P5=2

C2 516.3 d − aΔv ¼ 0
CN 388.3 B − XΔv ¼ 0
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No spectra were discarded in computing average in-
tensity ratios. Since the H line was usually the stron-
gest atomic feature originating from the organic
residues, ratios of intensities with respect to the H
atomic line were computed.
Figure 3 presents the measured ratios of the C, O,

and N atomic line intensities (peak heights) to the H

atomic line intensity for both data sets of each of the
organic compounds investigated at the two irradia-
tion wavelengths. Similarly, Fig. 4 presents the
measured ratios of molecular emission intensities,
involving C2 and CN, to the H atomic line intensity.
We see from Figs. 3 and 4 that, with a few exceptions,
there is good consistency between the ratios

Fig. 3. Ratios of C, O, and N line intensities (peak heights) to the H atomic line intensity for LIBS of organic residues on aluminum foil
substrates. The spectra were recorded under identical conditions except for the irradiation wavelengths, which are indicated at the top of
the sets of panels. The two plotted points for each compound represent means of the intensity ratios for two sets of 25 single-shot spectra;
the error bars are the standard deviations of the mean.
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determined for the two data sets of each compound
and wavelength.
The dinitro compounds displayed the largest C=H

intensity ratios for both irradiation wavelengths, but
the ratios were not dramatically greater than those
of the other compounds. There were only slight dif-
ferences in the C=H intensity ratios for a given com-
pound between the two wavelengths. The O=H
intensity ratios at a given wavelength were similar
for the compounds investigated. For all the com-
pounds, the O=H intensity ratios were larger for ir-
radiation at 1:500 μm than at 1:064 μm, but again
the differences between the two wavelengths were
not great. At 1:064 μm, DNP and DNT displayed
the largest N=H intensity ratios; these ratios were
significantly smaller at 1:500 μm. Caffeine and
DNB had similar, small N=H intensity ratios at both
wavelengths.
We observe that the measured C=H intensities at

both irradiation wavelengths roughly correlate with

the molar C=H ratios of the compounds investigated
(compare Fig. 3 with Table 1). However, such a cor-
relation does not apply to the O=H and N=H ratios.

The most dramatic differences in intensity ratios
between the two wavelengths are seen in the
ratios of the molecular (CN and C2) features to H
atomic intensity (see Fig. 4). We observe C2 emission
only for the aromatic organic compounds. Strong C2
emission has previously been reported for LIBS of
this class of compounds and been found to increase
with increasing numbers of fused aromatic rings
[8,14]. DNT has by far the largest C2=H intensity
ratio (∼16) for irradiation at 1:064 μm. In marked
contrast, the C2=H intensity ratios for all the aro-
matic compounds at 1:500 μm are much smaller, ap-
proaching unity. In fact, DNT has the smallest C2=H
intensity ratio at this wavelength.

Similar, large differences are observed for the
ratios of CN to H emission for irradiation at
1.064 versus 1:500 μm. For LIBS at 1:064 μm, the

Fig. 4. Ratios of C2 and CN (0,0) band head intensities to the H atomic line intensity for LIBS of organic residues on aluminum foil
substrates. The spectra were recorded under identical conditions except for the irradiation wavelengths, which are indicated at the
top of the sets of panels. The two plotted points for each compound represent means of the intensity ratios for two sets of 25 single-shot
spectra; the error bars are the standard deviations of the mean.
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nitrogen-containing aromatic compounds display
CN=H intensity ratios ranging from ∼6 to 15. The
corresponding intensity ratios are seen in Fig. 4
to be much smaller at 1:500 μm. The only other
nitrogen-containing molecule, caffeine, showed small
CN=H ratios at both wavelengths.
It is also of interest to compare the overall inten-

sities at the two irradiation wavelengths. Of the
atomic lines, the H atomic line is the most appropri-
ate to consider since the intensity ratios displayed in
Figs. 3 and 4 are referenced to this line. Figure 5 dis-
plays the absolute H line intensities for both data
sets of each of the organic compounds investigated
at the two irradiation wavelengths. Since the C2
and CN emissions are quite strong for the aromatic
compounds, the intensities of the bands due to the
species are also displayed in the lower panels
of Fig. 5.
We see from Fig. 5 that the H atomic line intensity

is the strongest for anthracene, caffeine, and glucose
at both wavelengths, while the intensity of this line
is less for the nitroaromatic compounds. We also ob-
serve in Fig. 5 that the H line intensity is approxi-
mately a factor of 2 smaller at 1:500 μm than
at 1:064 μm for anthracene, caffeine, and glucose,
while the H line intensities for the nitroaromatic
compounds are only slightly different at the two
wavelengths.
Significant differences are found for the absolute

intensities of the molecular emissions between the
two wavelengths. For all the aromatic compounds,
the C2 and CN emission is significantly smaller at
1:500 μm than at 1:064 μm. At both wavelengths,
the C2 emission is stronger for anthracene than
for the nitroaromatic compounds. We also observe
that the CN emission is weaker at both wavelengths
for caffeine than the nitroaromatic compounds.
Some comments about the intensity of Al atomic

transitions, which arise from ablation of the alumi-
num foil substrate, are in order. We do observe some
variation in the intensities of the 394 and 308nm Al
atomic transitions for the different organic residues
at a given irradiation wavelength. However, there
were no dramatic differences in the intensities of
these transitions between the two wavelengths.
For the interpretation of these results, it is useful

to estimate the temperature and electron density of
the plasmas generated at the two irradiation wave-
lengths. We have utilized the ratio of the intensities
of the Al atomic lines at 394.4 and 308:2nm for the
determination of temperature, similar to the deter-
minations carried out by Piehler et al. [15] in a study
of LIBS of aluminum in various bath gases. The ratio
of the intensities I of the two lines can be employed to
estimate the plasma temperature with the following
equation:

I1
I2

¼ g1A1λ2
g2A2λ1

exp
�
−
E1 − E2

kT

�
; ð1Þ

Here, gi and Ei are the statistical weight and energy,
respectively, of the upper level of line i and λi is the

wavelength of the line. The radiative transition prob-
abilities Ai were taken from the NIST Atomic Spec-
tra Database [16].

Temperatures were determined in this way for
LIBS of residues of two of the organic compounds,
namely, anthracene and DNT. These are presented
in Table 3. The reported temperatures, which were
obtained from intensities measured with fairly wide
detector gates (see Table 3), are similar to those re-
ported by Piehler et al. [15] for delay times of ∼10 μs.
In this experiment, somewhat higher laser powers
were employed (35mJ of 1:064 μm radiation focused
with a 50mm focal length lens). Of most interest for
the interpretation of our measured LIBS intensities
is the comparison of the temperatures for the two ir-
radiation wavelengths. We see from Table 3 that for
both compounds the temperature deduced for irra-
diation at 1:500 μm is noticeably higher than for ir-
radiation at 1:064 μm.

An estimate of the electron density can be obtained
from the observed broadening of the H atomic line at
656:3nm. The relationship between electron density
and linewidth is well established for many elements
[17], and we have employed the tables prepared by
Vidal et al. [18]. Figure 6 compares the profile of
the H atomic 656:3nm line for irradiation of anthra-
cene and DNT residues at the two wavelengths. It
can be seen that for both compounds the profiles
for irradiation at 1:500 μm are slightly broader than
for 1:064 μm. This was also true for this line with the
other compounds investigated. From comparison of
the line profiles displayed in Fig. 6 and the profiles
computed by Vidal et al. [18], we estimate that the
electron density, averaged over the detection gate
(see Table 3), was 6 × 1016 and 8 × 1016 cm−3 for irra-
diation of anthracene at 1.064 and 1:500 μm, respec-
tively. The corresponding electron densities for DNT
were 3 × 1016 and 4 × 1016 cm−3. We hence find
slightly higher electron densities for irradiation at
1:500 μm than at 1:064 μm.

4. Discussion

This study is to our knowledge the first comprehen-
sive study of LIBS at 1:5 μm. It is perhaps not unex-
pected that we were able to obtain LIBS spectra at
this irradiation wavelength since laser radiation of
sufficiently high intensity at any wavelength should
cause ablation, and also formation of plasma, at a
surface. Of greater importance is the quantitative
comparison between LIBS at 1:500 μm and at the
Nd:YAG fundamental wavelength of 1:064 μm. From
the absolute intensities displayed in Fig. 5 and the
intensity ratios displayed in Figs. 3 and 4, we see
that the overall LIBS intensity is significantly smal-
ler at 1:500 μm than at 1:064 μm for the investigated
organic residues on aluminum substrates. We also
find significantly different ratios of intensities of var-
ious emission features in LIBS spectra at the two
wavelengths. The most dramatic differences are in
the ratios of the intensities of the C2 and CN mole-
cular bands relative to the H atomic line intensity for
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the aromatic compounds. Moreover, the absolute in-
tensities of these bands are smaller at 1:500 μm than
at 1:064 μm.
The weaker emission intensities for irradiation at

1:500 μm as compared to those for irradiation at

1:064 μm could be due to differences in a variety of
parameters, including the amount of material ab-
lated, plasma temperature, and electron density of
the laser-induced plasma. Amoruso et al. [19] have
presented a comprehensive review of laser-ablation

Fig. 5. Intensities of the H atomic line and the C2 and CN (0,0) band heads for LIBS of organic residues on aluminum foil substrates. The
spectra were recorded under identical conditions except for the irradiation wavelengths, which are indicated at the top of the sets of panels.
The two plotted points for each compound represent means of the intensity ratios for two sets of 25 single-shot spectra; the error bars are
the standard deviations of the mean.

1 November 2008 / Vol. 47, No. 31 / APPLIED OPTICS G155



plasmas and have discussed ablation and formation
of a plasma by irradiation with pulsed laser radiation
of ns duration. The leading edge of the laser pulse is
absorbed by the substrate, and there is sufficient
time for thermal diffusion into a zone larger than
the focused laser spot size. The organic residues pre-
pared in this study were thin enough that the laser
energy is absorbed predominantly by the conduction
electrons in the underlying aluminum substrate.
This energy is transferred to the lattice, and neutral
and ionized species evaporate from the surface. The
ns laser pulse is sufficiently long that the incipient
plasma absorbs radiation from the tail of the laser
pulse by the inverse bremsstrahlung process [20],
heating the plasma and shielding the substrate from
further ablation.
The absorption of laser energy by the aluminum

substrate should not differ greatly between the two
laser wavelengths (1.064 versus 1:500 μm) employed
in this study. However, inverse bremsstrahlung
absorption by the plasma will be greater at the
longer wavelength [20]. This additional energy up-
take by the plasma perhaps provides an explanation
for our higher observed temperatures and electron
densities at 1:500 μm (see Table 3 and Fig. 6). This
would appear to be inconsistent with the fact that
emission intensities were found to be lower at
1:500 μm than at 1:064 μm, since an increased tem-
perature and electron density would be expected to
lead to higher emission intensities, all other para-
meters remaining unchanged. It may be that less
material is ablated from the sample at 1:500 μm be-
cause of the increased shielding by the plasma at this
wavelength.
The final observation to be discussed is the signif-

icantly reduced molecular emission for irradiation at
1:500 μm as compared to emission at 1:064 μm. The
molecular species C2 and CN can arise from fragmen-
tation of the parent compound or recombination of
the atoms in the plasma [7,14,21]. Baudelet et al.
[7] have noted that it should be possible to distin-
guish emission from these two mechanisms by vary-
ing the detector gate delay. With the relatively long
delays employed in the present study, the observed
molecular emission is probably due to atomic recom-
bination. The reduced molecular emission at
1:500 μm could be the result of lower atomic concen-
trations from the increased plasma shielding dis-
cussed above, since the molecular concentration
will depend nonlinearly on the atomic concentra-

tions. It would be interesting to follow the time de-
pendence of the molecular emissions with a
narrower detector gate, but this is beyond the scope
of this investigation.

5. Conclusion

A comprehensive investigation of LIBS at 1:500 μm
of organic residues on aluminum substrates has been
presented and compared with LIBS at the Nd:YAG
fundamental wavelength 1:064 μm. The overall emis-
sion intensities were found to be smaller at 1:500 μm
than at 1:064 μm, and the ratios of molecular to atom-
ic emissions were observed to be less. This result
could have implications for the detection sensitivity
of LIBS at 1:500 μm. It would be desirable to carry
out a similar comparison of LIBS at these wave-
lengths with higher-power laser radiation. This will
require a different laser system as the maximum
pulse energy at 1:500 μm of the OPO employed in this
study is ∼7mJ.

The authors greatly acknowledge the advice given
to us by the LIBS group at the Army Research La-
boratory (A. W. Miziolek, K. L. McNesby, F. C. DeLu-
cia, Jr., J. L. Gottfried, and C. A. Munson) at
Aberdeen Proving Ground, Maryland, on the acqui-
sition of LIBS spectra. The loan of a motorized trans-
lation stage by J. B. Spicer is also gratefully
appreciated. This research has been supported in
part by the U.S. Army Research Office under grant
W911NF-06-1-0206.

Table 3. Temperatures Determined from Relative Intensities of
the Al Atomic 394.40 and 308:22nm Lines for LIBS Plasmas

Irradiation Wavelength

Compound 1:064 μm 1:500 μm

Anthracenea 3580� 80 3980� 80
2,4-Dinitrotolueneb 3160� 50 3940� 60

aDetector gate delay and width 1.25 and 7 μs, respectively.
bDetector gate delay and width 1.25 and 10 μs, respectively.

Fig. 6. Profiles of the H atomic line at 656:3nm, averaged over 25
single-shot spectra, for LIBS at 1:064 μm (solid lines) and 1:500 μm
(dotted lines) of anthracene and DNT residues on aluminum foil
substrates.
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